Analysis of the 619 Brånemark System TiUnite implants: a retrospective study.
The purpose of this retrospective study was to determine the outcome of Brånemark System TiUnite® implants (Nobel Biocare/Sweden), and to identify the risk factors associated with implant failure. A total of 151 patients (83 maxillae and 91 mandibles) received 619 implants from July 2003 until May 2010. The patients included 86 males and 65 females, with a median age of 51.6 years and an age range of 16 to 90 years at the time of implant surgery. Seventeen maxillae and 16 mandibles were completely edentulous, and 66 maxillae and 75 mandibles were partially edentulous. All the patients were followed until June 2011. Among the 619 implants, 9 maxillary implants and 8 mandibular implants were unsuccessful. The overall survival rate was 96.82%. A logistic regression analysis identified that a history of steroid treatment, application of a dento-maxillary prosthesis, a lack of mechanical coupling between the implants, and the length of the implants (≤8.5mm) were significant predictors of implant failure.